
EXTENSION 37083
Single quadripolar extension kit (8-4)

Implant manual

! USA Rx only

0123

2005

Filename Date Time
UC200xxxxxx EN
4 x 8 inches (101 mm x 203 mm)

Medtronic  Confidential
ImplantManual.xsl -

LeadExtTemplate.fm
Version: 03-17-2008

MA10597A007 Rev X 2008-06



Filename Date Time
UC200xxxxxx EN
4 x 8 inches (101 mm x 203 mm)

Medtronic  Confidential
ImplantManual.xsl -

LeadExtTemplate.fm
Version: 03-17-2008

MA10597A007 Rev X 2008-06



Explanation of symbols on product or package labeling
Refer to the appropriate product for symbols that apply.

Open here

EXTENSION Extension length

Do not reuse

STERILE EO Sterilization: ethylene-oxide gas

Caution, consult accompanying documents

Manufacturing date

Use by

Storage temperature

Serial number

0123

Conformité Européenne (European Conformity). This symbol
means that the device fully complies with European Directive
AIMD 90/385/EEC.

For USA audiences only

37083 2008-06  English 1

2008-06

Filename Date Time
UC200xxxxxx EN
4 x 8 inches (101 mm x 203 mm)

Medtronic  Confidential
ImplantManual.xsl -

LeadExtTemplate.fm
Version: 03-17-2008

MA10597A007 Rev X



Medtronic® is a registered trademark of Medtronic, Inc.
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Refer to the indications sheet for indications and related information.

Refer to the appropriate information for prescribers booklet for
contraindications, warnings, precautions, adverse events summary,
individualization of treatment, patient selection, use in specific
populations, resterilization, and component disposal.

Refer to System Eligibility, Battery Longevity, Specifications reference
manual packaged with the software application card for neurostimulator
selection, battery longevity calculations and specific neurostimulator
specifications.

c Refer to the clinical summary booklet packaged with the
neurostimulator for information on the clinical study results of the
neurostimulation system and individualization of treatment.
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Description
The Medtronic Model 37083 Extension is part of a neurostimulation system for
pain therapy.

Package contents
▪ Extension
▪ Connector boots, 1 x 4 low-profile (2)
▪ Octapolar in-line neurostimulator plug
▪ Setscrews (2)
▪ Tunneling tools: extension passer, obturator, carrier
▪ Wrench, torque
▪ Product literature
▪ ! USA  Warranty card
▪ ! USA  Registration form

Device specifications
The extension has four connectors on the distal end and eight connectors on
the proximal end. The in-line distal end connects to a Medtronic lead. The
proximal end connects to a Medtronic neurostimulator.

Contact Spacing Contact Spacing

Distal Proximal 

Transition 

Figure 1. Model 37083 extension.
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Table 1. Device specificationsa for the Model 37083 Extension

Description Model 37083

Resistanceb,c Maximum 24.0 Ω for all lengths

Length 10 – 110 cm

Distal end (lead)

Connector Quadripolar, in-line

Contact spacing 4.3 mm

Lead entrance diameter 1.5 mm

Outer diameter 3.8 mm

Proximal end (neurostimulator)

Connector Octapolar, in-line

Contact spacing 2.8 mm

Diameter 1.3 mm
a All measurements are approximate.
b Electrical resistance of this device only.
c Resistance is proportional to length: long lengths have higher resistance that may limit the

amplitude.

Table 2. Material of components in the Model 37083 package

Component Material Material contacts
human tissue

Extension

Conductor wire Silver core MP35N No

Distal end (lead)

Insulation Silicone rubber Yes

Setscrew connector block Stainless steel Yes

Proximal end (neurostimulator)

Conductor wire insulation Fluoropolymer No

Contacts MP35N Yes

Insulation Polyurethane Yes

Connector boots Silicone rubber Yes

Neurostimulator plug Polyurethane Yes

Setscrews Titanium Yes

Tunneling tools

Carrier Polypropylene Yes

Extension passer Stainless steel and
polypropylene

Yes

Obturator Polypropylene Yes

Wrench, torque

Handle Polymer Yes

Shaft Stainless steel Yes
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Instructions for use
Implanting physicians should be experienced in epidural-access procedures
and should be thoroughly familiar with all product labeling.
When the patient completes a test stimulation period to determine the
effectiveness of stimulation in managing pain, the percutaneous components
used to connect the snap-lid connector cable to the lead may be removed at
the follow-up visit.

# Cautions:
▪ Do not bend, kink, or stretch the lead or extension body, which may

damage the component.
▪ Do not use any instrument to handle the extension. The force may

break the wires. Broken wires may create an open circuit, resulting in
loss of stimulation or component failure and requiring surgical
replacement.

Positioning the patient
1. Select a location for the neurostimulator and position the patient

accordingly.

# Caution: Select a location that is:
▪ a minimum of 20 cm (8 in) away from another neurostimulator

to minimize telemetry interference and possible inappropriate
therapy.

▪ on the opposite side of the body from another active implanted
device (eg, pacemaker, defibrillator) to minimize possible
interaction between the devices.

▪ away from bony structures (eg, 3 – 4 cm [1.2 – 1.6 in]) to
minimize discomfort at the neurostimulator site.

▪ away from areas of restriction or pressure to minimize the
potential for skin erosion and patient discomfort.

▪ in an area accessible to the patient for proper operation of a
patient control device (ie, patient programmer, control magnet,
radio-frequency transmitter).

Note: Also take into account:
▪ possible future cardiac needs (eg, pacemaker, defibrillator).

Implanting a neurostimulator on the patient’s right side allows for
possible future placement of cardiac devices on the patient’s left side.

▪ the cosmetic needs of the patient.
2. Before opening the extension package, verify the model number, use-by

date, extension length, and connector type.
3. Identify the neurostimulator pocket site and mark the intended extension

route from the lead-incision site to the neurostimulator pocket.

Removing the remaining segment of the in-line
percutaneous extension

1. After finding and exposing the percutaneous extension connector, make
an incision large enough to grasp the lead body and maintain lead
position.
Notes:
▪ Blunt dissection may be needed to expose the lead-extension

connection.
▪ If the percutaneous components were not removed, locate the wire

inside the incision and cut the wire. Pull the outside percutaneous
components and discard the cable and wires.
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# Caution: When severing the percutaneous extension, use minimal
traction on the extension because strong force may dislodge the
lead.

2. While maintaining lead position, carefully remove the lead-extension
connection from the incision.

3. Disconnect the lead from the percutaneous extension:
a. Remove the ligature, then slip the connector boot off the connection.

# Caution: Do not use sharp instruments near the lead. Nicking
or cutting the insulation may cause loss of stimulation or
component failure requiring surgical replacement.

b. Loosen each setscrew by turning the wrench counterclockwise.
c. Gently separate the extension setscrew connector from the lead.

# Caution: If resistance is felt while removing the lead from the
extension connector, first, loosen (but do not remove) the
setscrews to ensure the lead contacts are not engaged. Next,
inspect the lead connector for damage (eg, flattening of the lead
contacts, stretching of the lead), which may result in intermittent
or loss of stimulation.

d. Remove and discard the connector boot; if necessary, carefully slit the
boot along the extension setscrews.

4. Discard the remaining segment of the percutaneous extension.
5. For a second percutaneous extension, repeat steps 1– 4.

Creating a subcutaneous pocket for the neurostimulator
1. Make an incision equal to the length of the neurostimulator.
2. Use blunt dissection to create a subcutaneous pocket.

Note: Refer to the neurostimulator implant manual for the proper
subcutaneous pocket depth.

Tunneling the extension
For single extension procedures, tunneling can be performed without or with a
carrier. For dual extension procedures, the carrier must be used.

1. Identify the tunneling route between the lead incision and the
neurostimulator pocket.

# Cautions:
▪ When routing the extension, avoid sharp bends or kinks, which

may break the wires. Broken wires may create an open circuit,
resulting in loss of stimulation or component failure and requiring
surgical replacement.

▪ When two leads are implanted, route the lead-extensions so the
area between them is minimized (Figure 2). If the lead-
extensions are routed in a loop and the patient is exposed to
some sources of electromagnetic interference (eg, theft
detectors), the patient may perceive a momentary increase in
stimulation, which some patients have described as
uncomfortable stimulation (jolting or shocking sensation).
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Proper

Improper

Figure 2. Routing for two lead-extensions.

2. Assemble the tunneling tool and bend it as necessary. Next, tunnel
subcutaneously from the lead site to the neurostimulator site until the tip
of the obturator is exposed at the neurostimulator pocket.

# Cautions:
▪ Do not bend the extension passer at an angle greater than 90°

at any one bend. An angle greater than 90° may damage the
passer and prevent the extension from advancing, or damage
the extension, resulting in intermittent or loss of stimulation.

▪ Proceed slowly when the tunneling tool approaches the
neurostimulator pocket. If excess force is used, the patient could
experience additional trauma when resistance to tunneling
suddenly ceases.

Notes:
▪ Deep tunneling is not desirable.
▪ Avoid the thoracic ribs.
▪ If the tunneling tool does not extend to the neurostimulator pocket,

make an intermediate incision.
3. Remove the obturator from the tunneling tool.
4. If using the carrier, insert it into the extension passer.

Note: For a single extension procedure, snap the proximal end of the
carrier into the extension passer handle to secure it in place.

5. Insert the extension setscrew connector junction(s) into the carrier groove
(s) or the extension passer.
If the carrier is not used – slide the distal end of the extension from the
neurostimulator pocket towards the handle of the extension passer while
keeping enough of the proximal end (neurostimulator connector end) of
the extension available to grip during the removal of the passer.
For dual extension procedures – Insert the first extension into the
carrier groove, then gently pull the proximal end of the carrier further
through the extension passer handle and snap in place. Gently place the
second extension in the other carrier groove.

# Caution: Use care when inserting the extension body into the
carrier groove. Rough handling may damage the extension
insulation.

6. Using minimal force, pull the carrier-extension assembly through the
tunnel to where the lead is anchored. If the carrier is not used, simply
remove the extension passer from the tunnel.
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Note: Ensure that the transition portion of the extension remains in the
neurostimulator pocket when the extension is tunneled.

7. As required, remove the extension setscrew connector junction(s) from the
carrier groove(s).

8. Discard the tunneling tool.

Creating a pocket for the lead-extension connection
Use blunt dissection to form a subcutaneous lead-extension connector pocket.
The pocket should be:
▪ lateral to the lead incision.
▪ deep enough to minimize the potential for skin erosion or irritation.
▪ large enough to accommodate the lead-extension connection(s).

# Caution: Do not place the lead-extension connection on the
paraspinous muscles or the spinous processes. The connection may
erode through the skin, resulting in infection and requiring removal
of the neurostimulation system.

Connecting the lead to the extension
# Cautions:

▪ Do not use saline or other ionic fluids at connections, which could result
in a short circuit.

▪ Before connecting components, wipe off any body fluids and dry all
connections. Fluids in the connection may result in stimulation at the
connection site, intermittent stimulation, or loss of stimulation.

1. Slip the connector boot onto the lead body with the open end facing out,
exposing the lead contacts.
Notes:
▪ Irrigate the connector boot with a nonionic antibiotic solution. Dry the

interior of the connector boot.
▪ A clear and white radiopaque boot are provided for use in dual-lead

systems.
2. Wipe the lead body and the extension setscrew connector junction with

sterile gauze. If necessary, use sterile (United States Pharmacopeia
[USP]) water or a nonionic antibiotic solution. Dry all connections.

3. Insert the lead fully into the extension setscrew connector.
Note: Each lead contact must be aligned under each setscrew.

4. Use the torque wrench to tighten each setscrew to complete the electrical
circuit. Hold the extension firmly on the sides of each connector block while
tightening the setscrew (Figure 3).

Figure 3. Tighten the setscrews holding the extension firmly on the sides of
each connector block.

# Cautions:
▪ To avoid overtightening, use only the torque wrench included in

the extension package to tighten the extension setscrews.
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Overtightening the extension setscrews may damage the lead
contacts and cause an open or short circuit, resulting in
intermittent or loss of stimulation.

▪ Discard the torque wrench after making all connections.
Reusing a torque wrench may result in undertightening or
overtightening and subsequently, intermittent or loss of
stimulation.

5. Using minimal force, pull on the connection to ensure that it is secure.
6. Slide the connector boot over the lead-extension connection and tie a

ligature (using nonabsorbable silk) between the pairs of rings at either
end. Suture the ends of the connector boot.

# Cautions:
▪ Do not tie ligatures around the lead or extension body, which

may damage the insulation.
▪ Do not overtighten ligatures on the connector boot. Ligatures

that are too tight may damage the connector boot, the lead, or
the extension.

▪ Ensure that the end of the connector boot is secure to prevent
fluid in the lead-extension connection, which may result in
stimulation at the connection site, intermittent stimulation, or
loss of stimulation.

7. For a second lead and extension, repeat steps 2 – 6.
Note: If two extensions were implanted but only one lead will be
connected, cover the unused extension with a 1 x 4 low-profile closed
connector boot from an accessory kit, and suture.

8. Using minimal force, pull the extension at the neurostimulator pocket and
feed the lead-extension connection into the lead-extension connector
pocket.

# Cautions:
▪ Do not pull the lead or extension taut. Allow enough slack in the

lead or extension to accommodate patient movement. Pulling
the lead or extension taut may result in a short or open circuit
or migration of implanted components.

▪ Coil the excess lead body into a circular loop greater than 2 cm
(0.8 in) in diameter. Do not use a U-shaped loop or bend
(Figure 4). A circular loop decreases the possibility of
electromagnetic interference and its effects and prevents
kinking or damaging the lead body.

≥ 2 cm

Figure 4. Coiling excess lead.

9. Insert the coiled lead body into the pocket, under the connection, leaving
as much slack as possible in the lead body between the anchor and the
lead-extension connection.

10. If desired, use the external neurostimulator to verify that the location of
the lead and the pattern of stimulation have not changed.
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Contacts:
Asia:
Medtronic International Ltd.
Tel. 02891-4068
Fax 2591-0313
Medtronic Asia Ltd.
Tel. (02)-548-1148
Fax (02)-518-4786

Australia:
Medtronic Australasia Pty. Ltd.
Tel. +61-2-9857-9000
Fax +61-2-9878-5100
Toll free 1-800-668-670

Austria:
Medtronic Österreich GmbH
Tel. 01-24044
Fax 01-24044-100
Belgium:
Medtronic Belgium S.A.
Tel. 02-456-0900
Fax 02-460-2667
Canada:
Medtronic of Canada Ltd.
Tel. (1905)-826-6020
Fax (1905)-826-6620

Czech Republic:
Medtronic Czechia s.r.o.
Tel. 2-965-795-80
Fax 2-965-795-89
Denmark:
Medtronic Danmark A/S
Tel. 45-32-48-18-00
Fax 45-32-48-18-01
Finland:
Medtronic Finland OY/LTD
Tel. (09)-755-2500
Fax (09)-755-25018

France:
Medtronic France S.A.S.
Tel. 01-5538-1700
Fax 01-5538-1800
Germany:
Medtronic GmbH
Tel. (0211)-52930
Fax (0211)-5293100
Greece:
Medtronic Hellas S.A.
Tel. 02-10-677-90-99
Fax 02-10-677-93-99

Hungary:
Medtronic Hungária Kft.
Tel. 1-889-06-00
Fax 1-889-06-99
Ireland:
Medtronic Ireland Ltd.
Tel. (01)-890-6522
Fax (01)-890-7220
Italy:
Medtronic Italia SpA
Tel. 02-241371
Fax 02-241381
Tel. 06-328141
Fax 06-3215812

Japan:
Medtronic Japan
Tel. 3-6430-2001
Fax 3-6430-7140
Latin America:
Medtronic, Inc.
Tel. (1305)-500-9328
Fax (1786)-709-4244
Norway:
Medtronic Norge AS
Tel. 067-10-32-00
Fax 067-10-32-10

Poland:
Medtronic Poland Sp. z.o.o.
Tel. (022)-465-69-00
Fax (022)-465-69-17
Portugal:
Medtronic Portugal, Lda.
Tel. 21-724-5100
Fax 21-724-5199

Spain:
Medtronic Ibérica, S.A.
Tel. 91-625-0400
Fax 91-650-7410

Sweden:
Medtronic AB
Tel. 08-568-585-00
Fax 08-568-585-01
Switzerland:
Medtronic (Schweiz) AG
Tel. 031-868-0100
Fax 031-868-0199
The Netherlands:
Medtronic B.V.
Tel. (045)-566-8000
Fax (045)-566-8668
U.K.:
Medtronic U.K. Ltd.
Tel. 01923-212213
Fax 01923-241004
USA:
Medtronic, Inc.
Tel. (1-763)-505-5000
Toll-free: (1-800)-328-0810
Fax (1-763)-505-1000
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Manufacturer
Medtronic, Inc.
710 Medtronic Parkway
Minneapolis, MN 55432-5604
USA
Internet: www.medtronic.com
Tel. 1-763-505-5000
Fax 1-763-505-1000

Medtronic E.C. Authorized
Representative/Distributed by
Medtronic B.V.
Earl Bakkenstraat 10
6422 PJ Heerlen
The Netherlands
Tel. 31-45-566-8000
Fax 31-45-566-8668

Europe/Africa/Middle East
Headquarters
Medtronic International Trading
Sàrl
Route du Molliau 31
Case Postale
CH-1131 Tolochenaz
Switzerland
Internet: www.medtronic.co.uk
Tel. 41-21-802-7000
Fax 41-21-802-7900

Asia-Pacific
Medtronic International Ltd.
Suite 1602 16/F, Manulife Plaza
The Lee Gardens, 33 Hysan
Avenue
Causeway Bay
Hong Kong
Tel. 852-2891-4068
Fax 852-2591-0313

Contacts for specific countries are listed inside this cover.
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